[Determination of the detective efficiency of X-ray diagnostic systems by visual assessment of the maximal resolution].
Methods of calculation of the detective efficiency of X-ray diagnostic systems and corresponding radiation dose are discussed. These methods are based on evaluation of limiting visually detectable resolution of a test pattern. Resulting dose values are compared with those inherent in an ideal system.